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Important information! 

HDL-c direct FS assay (Product code: 1 3561) was restandardized. Consequently, target values 

for HDL-c direct FS of all available calibrators and controls were slightly adapted. Please find new 

target values in the following table: 

Product Product 
code 

Lot 
numbers 

New target value and target value range 

[mg/dL] [mmol/L] 

Value Range Value Range 

TruCal 
Lipid 

1 3570 28274 51.4 

n/a 

1.33 

n/a 
29746 60.1 1.55 

31686 50.3 1.30 

32971 55.5 1.44 

TruLab L 
Level 1 

5 9020 29253 24.0 19.2 - 28.8 0.621 0.497 - 0.745 

30761 31.6 25.3 - 37.9 0.817 0.654 - 0.98 

32552 31.6 25.3 - 37.9 0.817 0.654 - 0.98 

TruLab L 
Level 2 

5 9030 29254 50.3 40.2 - 60.4 1.30 1.04 - 1.56 

30762 65.2 52.2 - 78.2 1.69 1.35 - 2.02 

32553 56.2 45.0 - 67.4 1.45 1.16 - 1.74 

TruLab N 5 9000 28657 40.8 35.1 - 46.5 1.06 0.91 - 1.20 

29695 37.7 32.4 - 43.0 0.975 0.838 - 1.11 

31253 39.6 34.1 - 45.1 1.02 0.881 - 1.17 

31257 46.4 39.9 - 52.9 1.20 1.03 - 1.37 

31891 40.8 35.1 - 46.5 1.06 0.907 - 1.20 

32786 40.2 34.6 - 45.8 1.04 0.894  - 1.19 

TruLab P 5 9050 28658 62.4 53.7 - 71.1 1.61 1.39 - 1.84 

29696 52.0 44.8 - 59.3 1.35 1.16 - 1.53 

31254 71.1 61.1 - 81.1 1.84 1.58 - 2.10 

32787 55.2 47.4 - 62.9 1.43 1.23 - 1.63 

 

In addition, new target values are marked in grey on target value sheets and can be found in the 

service area on our website. 

https://www.diasys-diagnostics.com/service-area/value-sheets/ 
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